COMMERCIAL - [N - CONFIDENCE

CERTIFICATE OF TESTING
CENTRE FOR WATER MANAGEMENT
PERFORMANCE TESTING OF WATER METER

Figdd Control Resesrch Invtitute
Kanjiksdy Wesk, Palsblod, Kerals 475 §23 Report Mo  FCRECWMQIRXTH TS

Phames (IF1) DI04 2508 1 20 Fasid 91} 2566320 ULR.T{:?JGIIZW.;TSF
Mictor erial No. < SIR6TOZ Customer : M. Sionm Energy Solations Pyt Lid
Maki = Pulssr Strect Mo 8, Habsignda, Telengina,
Type - Uiltresonic Applicaton/Ref. no. - SRF dued 1908 2022
| Meter specification 1 MAPLS, APSD, TS0, H Refsmnturds IS0 4064 - §; 2014
Size o 20 mm; 33 4 m3/h, R250 1504064 - 2 - 2014
Acouracy Class il Start End
Verification Scale mierval : 1 litrg Amhicnt Tempernture (deg ) 313 336
Orientation {During Test) “H Ambient Relative Humidity (%) | 630 | 940
Location of Indicating Device ; Top-of the meter Time 12:00 14:00
Date of testing - 22.10.2022
. Pre tightne i Result
1)y Subpected to | 6 MAP for 1 minds - PASSED
!l Pressure lpzs tost
2 Flow rate Pressure loss Permissible Prossune s =
Mo {m e} (kPa) (&Pa) :
i 4.000 39 40 FASSED
[ 1. it T - _;J
51 Mo Accursoy Class Resabution Ermor (%49) Permissible Emor {%a) | —— -1 )
1 2 £17 5 il

V. Metering accurscy test
Test Case ! Case B Category for Testing - K.1.84 (a)
Method : Gravimetnic Weighing Balanee Used - 300 kg

Toia

st | Nommatiow | 5 | ompe | P | o |
' fm"thr (et Cf {iPa) L :

1 0.016 0016 30.2 126 | 6365 | 638300/ 1800 | 172145
2 0.026 026 3l 125 6354 | 836500 11000 | 105
3 1.400 1409 29.6 116 | 6188 | 635400 | 16600 | 164610
4 1838 | 2838 | 296 130 | s979 | 618600 | 20000 | 206763
5 4000 | 4000 | 293 ‘82 | 5744 | semion | 23500 | 230302
& 5000 5000 | 304 212 | 5498 | 574400 | 24600 | 240.681

Remarks:

|Tosts witnessed by:

(NOTE

1. Test conducted does not inclote endurance test




